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We introduce a versatile method to control the quality factor Q of a conducting cantilever in an
atomic force microscope (AFM) via capacitive coupling to the local environment. Using this method,
Q may be reversibly tuned to within  10% of any desired value over several orders of magnitude. A
point-mass oscillator model describes the measured effect. Our simple Q control module increases
the AFM functionality by allowing greater control of parameters such as scan speed and force
gradient sensitivity, which we demonstrate by topographic imaging of a VO2 thin ﬁlm in high
vacuum. V C 2012 American Institute of Physics.[ http://dx.doi.org/10.1063/1.4764025]
The atomic force microscope (AFM)
1 is a powerful tool
for nanoscale imaging,
2 manipulation,
3,4 and fabrication.
5,6
Despite its versatility, many externally imposed constraints
limit the choice of its measurement parameters. For example,
sample decay, image distortion due to thermal or piezo drift,
and limited cryogen hold time all restrict the duration of data
collection. Additionally, sensitive samples may place upper
bounds on the imaging force.
Cantilever quality factor (Q) control has been one popular
method for circumventing some of these constraints. Since Q is
a measure of the energy dissipated in each oscillation cycle, it is
proportional to the transient response time s ¼ Q=ðpfcÞ,w h e r e
fc is the cantilever resonance frequency.
7 Thus, Q reduction has
been used to increase the bandwidth of the AFM for faster imag-
i n gi nv a c u u m .
8–11 Conversely, Q enhancement can improve
force sensitivity and reduce the average contact force applied to
fragile samples in tapping mode.
12–15 Phase contrast
16 and force
gradient sensitivity
15,17,18 may also be increased.
Cantilever Q control has previously been achieved via
active damping
19,20 or parametric excitation.
21 Most imple-
mentations of Q control are realized by means of “self-
excitation,” in which a feedback signal is added directly to
the original signal driving the cantilever. Active damping
has also been demonstrated using state feedback control
9,10
and a variety of secondary driving forces such as photother-
mal forces
19 and radiation pressure.
22
Here, we report a simple capacitive coupling technique
that can be used to tune a cantilever’s Q b yaf a c t o ro fu pt o
260, depending on the native Q of the cantilever. We demon-
strate this Q control experimentally and describe the dynamics
of the system with a point-mass oscillator model, which we
show to be consistent with the experimentally observed behav-
ior. Since the effect relies on capacitive coupling between the
cantilever and the environment, the only requirement is that
the cantilever is conductive and in close proximity to a conduc-
tive environment whose voltage Vs can be set independently.
The method can typically be employed quickly and cheaply,
without modifying the AFM head.
An overview of the experimental setup is provided in
Fig. 1. Light from a 1550nm diode laser (Thorlabs S3FC
1550) enters the system via a single mode optical ﬁber. This
light is partially reﬂected from the end of the cleaved ﬁber
and partially from the cantilever, leading to an interference
signal proportional to the displacement of the cantilever. A
balanced photodetector (New Focus 2117) converts the inter-
ference signal to a voltage, Voptical.
A periodic drive signal Vd deforms a “shake” piezo to
oscillate the cantilever. We acquire resonance curves by
sweeping the drive frequency fd, while recording both the
amplitude and phase of the cantilever’s motion relative to
the drive. We determine the quality factor via Q ¼ pfc=2,
where p is the measured slope of the phase versus fd in the
linear region centered about fc. Consecutive Q measurements
under nominally identical conditions are repeatable to within
 5%. We have therefore rounded all reported Q values to
the nearest hundred.
To modify Q, we use a commercial ampliﬁer (Stanford
Research Systems SR560) to enhance Voptical by a unitless
gain factor G. We then phase shift the signal by 90
 
relative
to the cantilever displacement via a homebuilt phase shifter.
The resulting voltage Vc is applied directly to the cantilever.
For periodic oscillations, Vc is proportional to the velocity of
the cantilever, and can be expressed as Vc ¼ sG
2pfd
  
_ z, where s
is the sensitivity of the interferometer. An additional DC
voltage Vs is applied to the sample with respect to the canti-
lever. G and Vs may be tuned independently to change Q.
We demonstrate reliable Q control using a variety of
cantilevers and samples, detailed in Table I. All data shown
in the ﬁgures were recorded under the following conditions.
The AFM was at room temperature in high vacuum
( 10 7 Torr). The sample was a  100 nm thick VO2 ﬁlm
grown on a highly doped Si substrate. The shake piezo drive
amplitude was 0.5mV peak-to-peak unless otherwise noted.
For Figs. 2 and 3, the cantilever-sample separation was ﬁxed
at 1lm, and results were found to be independent of the lat-
eral position of the cantilever.
Figure 2 demonstrates the dependence of Q on Vs and G.
In Figs. 2(a) and 2(b), we show the effect of varying Vs for
ﬁxed G¼1. Increasing Vs simultaneously increases the
height of the resonance peak and the slope of the phase plot,
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fore allows for both enhancement and reduction of Q.I n
Figs. 2(c)–2(f), we show the effect of varying G for both pos-
itive and negative Vs. Increasing G with negative Vs results
in Q reduction [Figs. 2(c) and 2(d)], while increasing G with
positive Vs leads to Q enhancement [Figs. 2(e) and 2(f)].
Understanding the dependence of Q on G and Vs
requires modeling. Far from the sample, the equation of
motion for the cantilever is
m€ z þ b_ z þ kz ¼ Fcosð2pfdtÞþ
c
2
ðVc   VsÞ
2; (1)
where m is the effective mass of the cantilever, z is the displace-
ment normal to the sample surface (see Fig. 1), b is the damp-
ing coefﬁcient, k is the spring constant, F is the driving force
amplitude (proportional to Vd), t is the time, and c   dC=dz is
the derivative of the cantilever-environment capacitance C with
respect to cantilever-sample separation.
23 Vs and Vc are the
voltages applied to the sample and cantilever, respectively.
24
Substituting Vc ¼ sG
2pfd
  
_ z   g_ z,w eh a v e
m€ z þð b þ cgVsÞ_ z þ kz ¼ Fcosð2pfdtÞþ
cg2
2
_ z2: (2)
We ignore a constant term proportional to V2
s, corresponding
to a small, constant shift in the equilibrium displacement of
the cantilever.
25 Equation (2) differs from the standard
damped, driven oscillator only in the ﬁnal nonlinear term.
Note that the substitution of g_ z for Vc is an approximation.
The validity of the approximation is limited by our ability to
adjust the phase of Vc (610
 
), by the frequency response of
the phase shifter, and by the possible non-sinusoidal oscilla-
tions introduced by the nonlinear term, cg2_ z2=2. However, we
will show that this model describes the measured motion of
the cantilever well near the resonance frequency.
In the absence of the nonlinear term,
Q 1 ¼
b
2pfcm
|ﬄﬄ{zﬄﬄ}
 b
þ
cs
mð2pfcÞ
2
|ﬄﬄﬄﬄﬄ{zﬄﬄﬄﬄﬄ}
 C
G   Vs; (3)
where fc is the natural resonance frequency of the free canti-
lever, and we have used fd   fc near resonance.
To investigate the effects of the nonlinear term, we
model the motion of the cantilever using MATLAB’s built-in
ordinary differential equation solver, ODE45, to determine
the oscillation amplitude and phase relative to Vd from the
full Eq. (2). In analogy to the experiment, Q is extracted
from the modeled dependence of the relative phase on the
drive frequency in the linear region around resonance.
26
TABLE I. Native Q (Qn), as well as the minimum and maximum Q for a
variety of cantilevers and samples.
Cantilever Description Sample Qn Qmin Qmax
A lmasch NSC 16 VO2 16 000 3200 142 100
B lmasch NSC 16 VO2 13 700 1400 92 000
C lmasch NSC 18 NdFeAsO1 xFx 8400 600 8400
D Nanosensors Hard drive 100 000 400 104 000
TL CONT
E Nanosensors Hard drive 21 000 1800 428 600
SSS QMFMR
FIG. 2. Resonance curves of cantilever A for varying Vs and G. The left column
shows the cantilever displacement amplitude vs. frequency shift of the shake
piezo relative to the resonance frequency of the cantilever (Dfd   fd   fc). The
right column shows the corresponding phase vs. Dfd. The black arrows point
towards increasing Vs or G. (a) and (b) Resonance curves for gain G¼1a n d
varying Vs. The shake piezo drive amplitude for the two traces with the highest
Vs (gray and black curves) is a factor of 5 smaller than for the other curves to
avoid damaging the cantilever from large oscillation amplitudes. The oscillation
amplitude shown in the plot is scaled accordingly for better comparison, leading
to the artiﬁcial appearance of a larger noise level. (c) and (d) Resonance curves
for Vs ¼  1:1Va n dv a r y i n gG. (e) and (f) Resonance curves for Vs ¼þ 1:1V
and varying G.
FIG. 1. Schematic diagram of the experimental setup. The Q control module
(red) may be added without breaking vacuum (grey) or modifying the exist-
ing optical circuitry (blue).
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obtained from the model by investigating the dependence
of Q 1 on both Vs and G [Fig. 3]. Experimentally, we
observe that Q 1 depends linearly on both the ampliﬁer
gain and the sample voltage for a large range of Q [Figs.
3(c) and 3(d)]. For Q below about 5000, the precision with
which we can determine Q decreases as a result of the weak
dependence of both the oscillation amplitude and the phase
of the cantilever on fd. This is apparent from the raw data
displayed in Fig. 2. At the high Q end of the range, typically
around  150000, we ﬁnd that the oscillation can become
unstable and self-reinforcing, leading to the continued os-
cillation of the cantilever at large amplitude even in the ab-
sence of the external driving force. In our model, this
instability occurs when the damping coefﬁcient, b þ cgVs,
becomes negative. Within these limits, our model reprodu-
ces the experimentally determined slope of Q 1 to within
25% of the experimental value. This discrepancy in C
between model and experiment falls within two standard
deviations of the measured model input parameters. There
are no free parameters in the model. Most importantly, the
model conﬁrms that the non-linear term does not adversely
affect our ability to set the value of Q.
One environment in which Q control may be particularly
useful is in high vacuum, where the reduction in air friction
damping increases Q, which in turn leads to a larger time
constant s. The scan speed is limited by the minimum dwell
time s required for the cantilever to adjust to the local envi-
ronment at each pixel.
In Fig. 4, we demonstrate the ability to increase scan
speed by reducing Q. The data are collected by scanning at
ac o n s t a n th e i g h to v e raV O 2 sample surface while record-
ing the frequency shift. Each image is recorded under identi-
cal conditions, including scan height, scan speed, sample
bias, and oscillation amplitude. The only difference is that
Q¼17 300 in (a), while in (b) we have reduced Q to 5400.
In the reduced-Q case, the transient response time of the
cantilever is shortened, allowing faster response of the fre-
quency shift to the local environment. For high Q, the slower
response time of the cantilever smears the features of the sur-
face. We have also veriﬁed that images recorded at the two
values of Q become nearly identical if the scan speed is
reduced to allow full dwell time s at each pixel. The main
features of Fig. 4(b) are retained in these slow scans.
In summary, we demonstrate a reliable method to rever-
sibly control Q in situ via capacitive coupling of the cantile-
ver to the environment. Modeling the behavior of the
cantilever, we explain the dependence of Q on the tunable
parameters G and Vs. The method can be implemented in
any system with a conductive cantilever and a conductive
sample (or sample mounted on a conductive holder). We can
tune Q over a typical range of approximately two orders of
magnitude. We conﬁrm that this method of Q reduction may
be used to improve the quality of frequency shift images for
fast scans.
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FIG. 3. Comparison of our model (top) to experimental data recorded with
cantilever A (bottom). The left column shows Q 1 vs. Vs for ﬁxed G¼1;
the right column shows Q 1 vs. G for ﬁxed Vs ¼ 1 V and Vs ¼ 1:1 V for
model and experiment, respectively. (a) and (b) The individual values for
which Q was modeled are shown as blue squares. The shaded area shows the
range of slopes (C values) corresponding to the statistical uncertainties in
the model input parameters (see Ref. 26). (c) Each blue square represents
the average of Q 1 recorded at four different lateral positions of the tip
above the sample; each error bar represents the standard deviation of those
four measurements. (d) Each blue square represents a single measurement of
Q 1. We recorded analogous G-dependent datasets for eight different Vs val-
ues, from which we derived an average Q 1 value for each G, after dividing
out the known Vs-dependence. The error bars show the difference between
the depicted Vs ¼ 1:1 V dataset and the average value from all eight data-
sets. In all panels, linear ﬁts to the modeled or measured data are shown in
red, and the ﬁtting parameters C in V 1 and unitless b as deﬁned in Eq. (3)
are given. The reported errors in C and b are dominated by the statistical
uncertainties in the model input parameters in (a) and (b), and by the stand-
ard error of the least squares ﬁt in (c) and (d).
FIG. 4. Example images at Q¼17 300
(a) and reduced Q¼5400 (b) of the same
area of a VO2 ﬁlm, acquired with cantile-
ver B. Both images are recorded in 53s.
The red and black traces displayed in (c)
are cross sections through the data along
the corresponding lines [white in (a) and
red in (b)]. By reducing Q, the resolution
is increased at unchanged scan speed.
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Supplemental Material:
Microcantilever Q control via capacitive coupling
Huefner, Pivonka, Kim et. al.
The motion of the cantilever is governed by Eq. 2 in the manuscript
m¨ z + (b + gVs) ˙ z + kz = F cos(2fdt) +
(
g2
2
)
˙ z2 (S1)
We have ignored a constant term proportional to V 2
s , corresponding to a small, constant shift of  10 2 nm in the
equilibrium displacement of the cantilever. Eq. S1 diﬀers from the standard damped, driven oscillator only in the
ﬁnal nonlinear term.
In order to eﬀectively compare the results obtained from modeling to the experimental results, we require reasonable
estimates for the model input parameters. We obtain the values of these parameters using a variety of methods. For
example, our measured resonance curve with the cantilever in the native state provides the resonance frequency fc,
amplitude at resonance , and quality factor Qn. We determine , which is proportional to the capacitive coupling
parameter , by measuring and ﬁtting the dependence of dc cantilever deﬂection on Vs. The coeﬃcient to the quadratic
term in the ﬁt is  = s=2k. In Fig. S1, we show example cantilever deﬂection data and the corresponding ﬁt. Table SI
provides an overview of the values, uncertainties, and methods of obtaining the input parameters to our model, as
well as several additional parameters of possible interest.
In the main manuscript we derived the analytic dependence of Q on G and Vs in the absence of the nonlinear term,
Eq. 3
Q 1 =
b
2fcm
      
 
+
s
m(2fc)2
      
 Γ
G  Vs: (S2)
Using the equations from Table SI for b, m, and , we can rewrite Eq. S2 as
Q 1 =
1
Qn
+ 2GVS: (S3)
From Eq. S3, it becomes clear that in the absence of the nonlinear term, Q depends only on the measured parameters
Qn and , and on the tuned parameters Vs and G.
To investigate the exact behavior of the oscillation using computational methods, we cast the full Eq. S1 in a
dimensionless form,
¨ y = cos(B) + C ˙ y2   A˙ y   y: (S4)
In this equation, A = (Q 1
n + 2GVs), B = fd=fc, C = sG2=Qn, y = zQn=, and derivatives are taken with
respect to the dimensionless time  = 2fct. With this dimensionless equation, we use MATLAB’s built in ordinary
diﬀerential equation solver, ODE45, to model the oscillation of the cantilever as a function of the input parameters,
A, B, and C. For each set of inputs, we calculate the steady-state oscillation amplitude of the cantilever and the
phase of the oscillation relative to the drive signal. In Fig. S2, we plot an example of the drive signal and the position
of the cantilever for a particular parameter set (A = 410 5, B = 1, C = 2:8610 10, corresponding to G = 1 and
Vs = 1V). We determine that the oscillation amplitude is 24;900 (red arrow), and the relative phase between the
curves is (0:50  0:01) (orange arrow).
We simulate a resonance curve measurement by sweeping the normalized frequency B, while holding A and C
constant at the same values used to produce Fig. S2. In Fig. S3, we show the resonance curve and the associated
phase dependence on the drive frequency obtained using the model. We determine the quality factor via Q = pfc=2,
where p is the measured slope of the phase versus B in the linear region centered about resonance. From the plots in
Fig. S3, we ﬁnd Q = 24;500.2
TABLE SI. Values of the model input parameters for cantilever A and the methods we use to obtain them.
Parameter Value Uncertainty Method to obtain Used
in
model
fc 160;970Hz 1Hz Measured from resonance sweep yes
Qn 16;000 160 Calculated from Qn = pfc=2 yes
  1:13  10
 5 V
 1 0:11  10
 5 V
 1 Quadratic ﬁt coeﬃcient from cantilever
deﬂection curve; reported value and un-
certainty are the mean and standard de-
viation from 48 independently measured
curves, a single example of which is shown
in Fig. S1
yes
 21:3nm 0:1nm Measured from resonance sweep yes
s 1:9  10
7 V=m 0:1  10
7 V=m Measured by sweeping the cantilever-ﬁber
separation through a full interference
fringe
yes
k 40N=m +150%=   63% Nominal value from cantilever manufac-
turer [see Ref. S1 for information about
an alternative way to derive k]
no
m 4  10
 11 kg +150%=   63% Calculated from m = k=(2fC)
2 no
b 2  10
 9 kg=s +150%=   63% Calculated from b = k=(2fcQn) no
  5  10
 11 C=(V  m) +150%=   63% Calculated from  = 2k=s no
F 50pN (for Vd = 0:5mV) +150%=   63% Calculated from F = k=Qn no
measured cantilever deflection
quadratic fit
V (V) S
cantilever deflection (nm)
0 10 -10 -20
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FIG. S1. Measured cantilever deﬂection as a function of Vs, for cantilever A. For each measured value of Voptical (blue dot),
both Vd = 0 and Vc = 0, i.e. there was no time-varying force from either the capacitive coupling or the shake piezo. While
Voptical is the directly measured quantity, we compute and display cantilever displacement on the right axis, using the measured
value of s. The quadratic ﬁt to Voptical vs. Vs (red line) is used to determine the coeﬃcient to the second order term, .3
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FIG. S2. Modeled drive signal and position of the cantilever versus time. The signals are plotted well into the steady-state
regime.
(a) (b)
linear fit
model
-1 0 1
0
1
2
0
p/2
p
DB (10 )
-4 DB (10 )
-4
phase (radians)
-1 0 1
amplitude (x 10 )
4
model
FIG. S3. Modeled cantilever oscillation amplitude (a) and relative phase (b) as a function of relative drive frequency ∆B = B 1.
We determine Q from a linear ﬁt to the relative phase (shown in red).
[S1]We can determine k more precisely via the Sader hydrodynamic method [see Ref. S2 and Ref. S3]. Using the average dimensions
(determined from scanning electron micrographs) of cantilevers originating from the same manufacturing batch as cantilever A, we
obtain k = 52:2  1:7N=m. From this value of k we compute m = 5:1  0:2  10 11 kg; b = 3:2  0:1  10 9 kg=s;  =  6:2  0:2 
10 11 C=(V  m); and F = 70  2pN.
[S2]J.E. Sader, J. W. M. Chon and P. Mulvaney, Rev. Sci. Instrum., 70, 3967 (1999).
[S3]M.L. Palacio and B. Bhushan, Crit. Rev. Solid State Mater. Sci. 35, 73 (2010).